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HIGHINTENSITYBEAN PROFILE MONITORS FGR THE LANPF PRIHARY BEAM LINES*

E. IL Hoffman, R. J. Nacek, O.-van Oyck, D.

Abstract

Two types of beam profile monitors’ arein useat LAMPF
to measure the properties of the800 MeV, 500 VA proton
beam external to the linac. Both types use secondary
electron mission from a wire to produce a current sig-
nal proportional to the amount of proton beam that
Intercepts thewfre. The wire scanner uystem uses a
pair of orthogonal wires which are passed through the
beam and the harp system uses two fixed planes of par-
allel wires. Nest of the harps are not retractable and
are exposed continuously to the primary beam. The high
beam intensities available leadtoa numbet oftechni-
cal problems for instruments that intercept the beam or
are close to primary be&n targets. The thermal, elec-
trical, radlatfon-damege,andmateriai selectfon pro-
blems encountered, and some solutions which have been
implementedare discussed.

Introdllction’

The high intensities of the 800 MeV proton beamat
LAMPF impose several restrictions on any device used to
nxmftor the beam profiles. 10 hold beam loss to accept-
able levels, the multiple scattering must be small.
The device must exist In the beam where average current
densfties areas hfgh as 10mA/cm2. The high ener~
density deposited by the beam impl?cs that the devfce
must operate in vacuum, must not be distorted by ther-
mal expansion, must not malt, and must be strong enough
to withstand shockwaves due to sudden vacuum failures.
Since cooling must be by radiation, theemissivity
should be high. If the secondary emission proces! is
to provfde the sfgnal,then thermionfc emissfon mu:;tbe
a small fraction of the secondarj emission current. In
addition, the device should be capable of operation for
periods of several years in an environment where the
radiation dose is 10°-109 rads/year. Sfnce some of
these devices must be located under many tons of shield-
ingandare not easily accessible, high reliabfl’ltyis
also an important consideration.

Hire Scanners

Desiqn

A wire scanner (Fig. 1) consfsts ofan actuator that
moves two mutually perpendicular signal wires through
the proton beam in a controlled way. The secondary
emfssfon current from the wires is measured as a func-
tfonofposftion of the wires. Thfs sfgnal is analyzed
to provfde centroi~ and shape information about the
proton beam.

The sicmal wfres are 0.004 fn diam silfcon ce,rbfdefila-

ments2 that are spring mounted to compensate thermal
and radfation-inducedexpansion. To each side of each
sfgnal wire, is attached a clearfng field electrode
that fs at a positive potentfal to ensure complete re-
moval of all secondary emitted electrons (Ffg. 2).

The signal wfre assembly is moved along a line 45° from
the horizontal so both horizontal and vertfcal profile
data are obtained at the same time. The drfving force
is supplied by a st.sppermotor and the vacuum seal is
an AM350 bellows. The electrical leads and v.scuum
feedthroughsare mfnoral (MgO) insulated coaxfal cables
so ail components within 60 cm of the proton beam are
qufte radiation resistant. The actuator drives the sfg-
nal wires at 4.9 nwn/salong the x and y axes when it i;
operated at fts maximum speed.

%iiiported by the U.S. Ih?partmentof Energy.
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Fig. 1 - Wire scanner assti,bly.
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Ffg. 2 - Attachment of SiC signal wire (center) tindtwo
adjacent SfC clearing field w~res to a wire scannerfwi.

Operation

The secondary emlsslon current is about ~ of the proton
bedm current that intercepts the signal wire. This cur-
rent is integrated ‘ml dfgitized for each proton b?ar
macropulse. The computer-controlleddata-acquisition
system has the capability of subtracting a constant
level of background and of averaging several measure-
ments.

Ffgure 3 shows a set of profiles obtained by several of
these devices. The proton beam had a peak fntensfty of
7 mA and consfsted of 550 !,smacropulses dt 120 Hz. Each
poirt is the average of 16 measurements ]s the signal
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Fes passed through the beam. Since the actuator
troke is 3 cm, the time reauired to obtain.the data

/“ for these profiles fs about”6 s.

Conclus:ons

The silicon carbide wires have allowed use of these de-
vices at beam currents above 360 PA average. The long
radiation and nuclear interaction lengths of SiC pro-
duce negligible scattered beam (<100 nA), the low den-
sity keeps the heat!zy to tolerable levels and SiC is
thermally stable to%2700°C. The filaments we use have
a very thin coating of carbon on the surface so f:he
emissivity is about 0.8 allowing efficient radiative
cooling. Still, at currents above 500 PA average, the
thermionic emission currents becomes problem for small
beam sizes. Ifwecan develop reliable 0.001-0.002 in
wires and mountings, we can probably push the use of
the wire scanners to 1 mA average current.

These devices operatein3vacuumof %10-7 torr so there
is no problem with collection of ions from beam-gas
collisions.

The elect’rwics3 used for integrationand amplification
provide excellent signals for average beam currents as
10W?S 0.1-1 PA.

Data-acquisitiontime is acceptable and up to S:x wire
sca:rierscan run simultaneouslyproducing datd for 12
profiles in about 6 s. The overhead for transm’:ttng
this data between computers and displaying it Is con-’
siderably greater and could profitably be reduced.

The use of ceramic Insulators,mineral-insulatedcables
and feedthro~ghs,and bellows and Al O-ring vacuum
seals has prod~ced an acceptably radiatiori-hardenerlde-
vice. Maintenance is minimal and consists primar:ly
of radiation-resistantoil lubrication of the moving
parts and occasional replacement of worn parts. The
only SiC signal-wire failure in %2 years was due to
melting of the solder connection to the actuator by an
ion pump discharge In an abnormally high pressure
vacuum.

L&E

Design

The harps (Fig. 4) consfst of two orthogor,alplanes of
signal wires and three planes of clearlng field wires
at a potenttal of 57 V. The signal wires are attached
to alumina ceramic substrates via silver-based printed
circuit inks. The ceramic boards and the clearing
field planes are mounted on a central stainless steel
Frame. Th{s assembly hangs froma vacuum-sealinq lid
that contains the electrical feedthrough for each sig-
nal wfre. A pair of p.c. edge connectors is mounted on
the atmospheric-pressureside of the lid.

The potentials developed on the signal wires range up
to 5 V for our readout system. This Jotential tends to

inhibit secondary emission in a nonlirsearway4 for the
various parts of the ,rofile, A potential of 0.5 V
produces a 40% redlction in secondary emission current
if the clearing field ts not present.

8oth carbon and silicon carbide filamentshave been
used as wires. The carbon filaments are easily pre-
stressed and soldei~d to the printed lands but suffer
from low strength sfnce the maxfmum diameter commer-
cially available is 0.002 In. We are presently usfng
O 004 in dfam .tlicon carbide fflaments with a tensile
strength of”.4 X 10s psi. The wire is mounted Ly crimp-
irsga co;pp?radapter to each end of the wire and us{rrq
a spring to maintain 1-2 X 10’ dynes of tension while

absorbing elongations up to 0.1 in. Figures 2 and 5
show these mounting details.

Operation

The secondary emission current flowing to each wire is

integratedon the capacitance of the coaxfal cable
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Flu. 3 - Wire scanner t)rofiles. The tick marks on the
horizontal axis are 1 cm apart.
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r ~ttached to the signal wfre. The resulting signals ia’e
r

multiplexed by FET switches to an amplifie~, AID con-
b
s verter and into a POP 11/10 computer. The computer

continually cycles through the list of selected harps,
discharges the cables, acquires data, and stores it tn
memory. A background subtraction is performed if it
has been requested.

When the PDP 11 receiwas a request for data from the
main control computer, it transmits the requested data
immediately ifno parameters need to be changed. If
new parameters are sent to the POP 11, therii[~ data
must be acquired before the return transmission. A
sample data display is shown in Fig. 6.

For average proton bea- currents of 500uA, the cable
capacity is discharged, the induced signal current is
integrated for 2 or 4 macropulses and the voltageon
each cable is then read without any amplification. For
currents below 5 vA, integration times as large as 1 s
are used with additional amplification up to 25X. The
ambient noise level limits useful gains to 25X. When
integrating for timesthat are an appreciable fraction
of 1 s, the background subtraction becomes quite in-
portant since the FET switches have leakage currents as
largeas 1 nA. The minimum measurable beam current is
about 10-100 nA if the beam spot is $1 cm wide.

Conclusions

The harps performas required for current levels from
ml to 2675 PA average proton beam currents. Most dif-
ficulties are associated with the thermal loads, gas
flow forces and radiation damage to which the devices
are subjected. These difficulties aremdnifested by
loss of signal wire orby failure totransmlt thesig-
nal from the wfre to the data acquisition electronics.

The soft solder ~eltfng point ofw200°C has been ex-
ceeded at times, resulting in loss of mechanical
joints. The present emphasis fs on crimpfng, spot
welding, and a type of hook and eye construction.

Initial construction utflized carbon filaments as wires
~scause of their refractory nature and large radiation
length. The 0.002 in dfam filaments that are commer-
cially avaflable had insufficient strength to withstand
the forces associated with rapfd pressure changes in
the vacuum system. Silicon carbfde filaments with a
thin carbon coating were substituted for the carbon
filaments. Since SfC elongates ~l%when subjected to
hadron fluences ofw1020 cm-z, it was necessary to
develop the aforementioned method of spring loadfng the
wires to maintain tensfon. The great tensile strength
of the SiC is adequate to prevent breakage by sudden
loss of vacuum in most cases.
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The ceramic insulated electrical feedthmughs perform
quite well when dry, but are prone to exhibit low re-
sistance when they become damp. The question of how
to build a radiation-hardened,moisture-pmof electri-
cal connector or vacuum feedthrough is still being
examined.

The reliability of the edge connectors has been a con-
tinuing source of difficulty. A quantity of molded
ceramic connectors were originally obtained. Shrink-
age was dffficult to control and breakage was a pro-
blem. There were indications that they were suscep-
tible to the same moisture problems mentioned for the
ceramic insulated feedthroughs. Oue to our inability
to obtain more of these connectors, we are now pursu-
ing the use of plastic connectors. A promising

material fs RYton6 which is reuorted to ShOW no change
in properties for a ,~diation dose of 5 X 10q rads.
Our improved knowledge of the dose levels at the harp
locations indicates that this plastic may survive for
periods of ffve years or more.

The signal cables that connect to the harp are either
RG-1740r mfneral-insulated coaxial cable. The
mineral-insulated cable is rather unreliable due to the
difficultyof producing and maintaining a good hermetfc
seal at each end of the cable. We are presently pur-
suing improved radiation-resfstantplastic insulated
cables andare using RG-174 since it will probably
survive for at least a few years at most locatfons.
The increased reliability of the RG-174 has overriden
the high radiation resistance requirements for the
present.

We note two environment requirements for the harps. If
the beam-line pressure rises to 210 urn,the ionized
gas begins to make appreciable contributions to the
harp signals and the profiles are no longer faithful
representationsof the proton beam. Also, If the harps
are not adequately protected from the secondary parti-
cles produced in targets or beam stops, secondary
emfssion from the relatively large printed lands on the
ceramics becomes an appreciable signal and badly dis-
tor - the desired result.
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F+g. 6 - Harp data displays. Tick marks below the axis
are 1 cm apart. Ragged proffles are due to low insula-
tion resistance of several cables and vacuum feed-
througl .
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